[Application of derivative spectrophotometry for determining plasma hemoglobin and semi-quantitative evaluation of urinary porphyrins].
We described a method using second-derivative spectrophotometry with a spectrophotometer Uvikon (Kontron) for the assay of plasma hemoglobin and urinary porphyrins. We evaluated the procedure for sensitivity, linearity, analytical recovery. Non specific interference is not significant and reproductibility is excellent. This simple, rapid, sensitive, not expansive method can be adapted for use in a clinical laboratory.